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CORRIGENDUM No.1 
 

Contract title: Procurement of hardware and software specialized for medical information 
and data input system with supporting medical IT equipment for project "Romania-Serbia 
joint initiative against cancer in cross-border region: improved diagnosis and treatment of 

malignant tumors - ROSECAN" 
 

Publication Ref: 2017/S 242-504928 
 
The following alterations and/or corrections are made: 
 
(1) to ANNEX II + III: TECHNICAL SPECIFICATIONS + TECHNICAL OFFER   
 
The former text: 
 

1. 
Item 
No. 

2. 
Specifications Required 

3. 
Specifications 

Offered 

4.  
Notes, remarks,  

ref to 
documentation 

5. 
Evaluation 

Committee’s 
notes  

6 

WORKSTATION 
Quantity: 3 units 
Technical requirement: 
- Processor at least 3.6 GHz, Core 4; 
- At least 8GB RAM; 
- Hard disk of at least 500GB SATA 
5,4KRpm; 
- CD/DVD unit; 
- USB Mouse, USB Keyboard with Serbian 
characters; 
- Monitor: at least 20" full HD; 
- The medical diagnostic color monitor: 
at least 21,3", LED, DICOM calibrated 
brightness of at least 500cd / m2, contrast 
ratio of at least 1400:1. 

 

  

8 

MONITOR FOR IMAGES DISPLAY IN 
INTERVENTIONAL ROOM 
Quantity: 2 units 
Technical requirement: 
- LED, screen size at least 32", resolution at 
least 1600x1200 Pix, DVB-T2/C tuner, 
Speakers at least 2x20W; 
- Connectivity: WiFi, HDMI and USB; 
- VESA standard for mounting on the wall; 
- Monitor, graphic card, calibration are 
from the same producer 
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MONITOR FOR IMAGES DISPLAY IN 
ORTHOPIDIC INTERVENTIONAL ROOM 
Quantity: 1 unit 
Technical requirement: 
- LED, screen size at least 48", resolution at 
least 1600x1200 Pix, DVB-T2/C tuner. 
Speakers at least 2x20W; 
- Connectivity: WiFi, HDMI and USB; 
- VESA standard for mounting on the wall. 
- Monitor, graphic card, calibration are 
from the same producer. 
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MULTIFUNCTIONAL DEVICE - PRINTER, 
COPIER, SCANNER 
Quantity: 1 unit 
Technical requirement: 
- Printing speed at least 55 pag./min; 
- First copy in A4 in at least 4,lsec; 
- Printing resolution at least 1800x600 dpi; 
- Copy/Scan resolution at least 600x600 
dpi; 
- File support: JPEG, TIFF, PDF; 
- Memory: at least 2048MB; 
- Connectivity: at least USB 2.0, GB LAN; 
- Hard disk: at least 250GB. 

 

  

 
Shall read as new text: 
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WORKSTATION 
Quantity: 3 units 
Technical requirement: 
- Processor at least 3.6 GHz, Core 4; 
- At least 8GB RAM; 
- Hard disk of at least 500GB SATA 5,4KRpm; 
- CD/DVD unit; 
- USB Mouse, USB Keyboard with Serbian 
characters; 
- Monitor: at least 20" full HD; 
- The medical diagnostic color monitor: 
at least 21,3", LED, DICOM calibrated 
brightness of at least 500cd / m2, contrast 
ratio of at least 1400:1; Medical Monitor, its 
graphic card and calibration are from the 
same producer. 
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MONITOR FOR IMAGES DISPLAY IN 
INTERVENTIONAL ROOM 
Quantity: 2 units 
Technical requirement: 
- LED, screen size at least 32", resolution at 
least 1600x1200 Pix, DVB-T2/C tuner, 
Speakers at least 2x20W; 
- Connectivity: WiFi, HDMI and USB; 
- VESA standard for mounting on the wall. 
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MONITOR FOR IMAGES DISPLAY IN 
ORTHOPIDIC INTERVENTIONAL ROOM 
Quantity: 1 unit 
Technical requirement: 
- LED, screen size at least 48", resolution at 
least 1600x1200 Pix, DVB-T2/C tuner. 
Speakers at least 2x20W; 
- Connectivity: WiFi, HDMI and USB; 
- VESA standard for mounting on the wall. 
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MULTIFUNCTIONAL DEVICE - PRINTER, 
COPIER, SCANNER 
Quantity: 1 unit 
Technical requirement: 
- Printing speed at least 52 pag./min; 
- First copy in A4 in at least 5,lsec; 
- Printing resolution at least 1800x600 dpi; 
- Copy/Scan resolution at least 600x600 dpi; 
- File support: JPEG, TIFF, PDF; 
- Memory: at least 2048MB; 
- Connectivity: at least USB 2.0, GB LAN; 
- Hard disk: at least 160GB. 

 

  

 
 
All other terms and conditions of the ANNEX II + III: TECHNICAL SPECIFICATIONS + 
TECHNICAL OFFER remain unchanged. 
 
 


